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I. INTRODUCTION 

During the past  quarter, the mechanical design and packaging 
concept of the miniaturized proton dosimeter was completed. Following 
consultation with the cognizant persoranel of Manned Spacecraft Center, 
Houston, the following concepts have been incorporated: 

1. Overall dimensions have been held t o  approximately 1 x 2 x 3 
inches with no protrusions i n  order t o  permit the dosimeter t o  be car r ied  
inside a pocket attached t o  the  outside of t he  spaceeuit. 

2. 
en ta i l s  a dose measu&ent concept by which do8e a t  some effective t i s s u e  
depth is measured mther tbsn skin dose. 

3. 
No on-off switch is provided, operation cmencing upon the  insertion of t he  

The detector is located within the  package even though this 

Battery l i f e  is su f f i c i en t  f o r  300 hours of continuous operation. 

ba t te ry  cartridge.  
of too ls  though some d i f f i cu l ty  may be experienced In  changing ba t t e r i e s  
with a heavily gloved hand. The battery canpartctent is adaptable t o  the  
concept of a pre-packaged, drop-in ba t te ry  which can be changed w i t h  a 

heavily gloved hand. 
Readout can be i n i t i a t e d  at any time by means of a f lush  push- 

button located a t  the  top of t h e  instrument. An automatic mode r e s u l t s  i n  
periodic readout i n  the  absence of such manual i n i t i a t i o n .  

Batteries are  interchangeable in f l i g h t  without t he  use 

4. 

With these concepts i n  mind, the  design has been s o l i d i f i e d  
surrounding the subminiaturized amplifier, the  accutron watch readout and 
the  other  components developed during previous periods of the  contract .  

11. DETAILED DESIGN 

The basic  envelope of the  proton dosimeter is shown i n  Drg. 1554-50-1. 
A l l  components of the  dosimeter, with the exception of the power supply, a r e  
located within the  main case,also housing the readout i n i t i a t e  button and 
readout indicator.  The power supply  module housing the ba t t e r i e s  and the  
b ias  converter together with necessary f i l t e r i n g  and decaupling capacitors, 
plugs i n t o  the hand of the  main case. 
prevent accidental  inser t ion  of t h e  power module i n  the  wrong d i rec t ion  and 
t h i s  module is retained by means of two ball-catch latches.  
t h a t  t h i s  method of re tent ion proves marginal under the shock and vibrat ion 
tes t ing ,  provision has been made f o r  the incorporation of a lacking screw 

An alignment key is provided t o  

I n  the  event 
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which prevents accidental  withdrawal of the  power supply module. 

Drg. 1554-50-2 shows i n  de t a i l  the dimensions and the layout of 
the major in te rna l  components. A l l  of the  electronic  components of the  
main body a r e  located on a printed c i r c u i t  board assembly shown i n  the 
upper r i gh t  hand corner of the  referenced drawing. These components 
include the th in  film hybrid m ~ l i f i e r ,  detector and detectnr ancket 

and microswitch f o r  manual readeut i n i t i a t i o n .  
mating wLSh the pawer module i a  also mounted on this printed circuit 
board. 
the rea 
the avai lrhle blank epace, behind the accutron watch movement. 
accutron mtah n#nrewnent itself is mounted flush with the front face of 
the case by meam of four nunant- screws in the corner 8nd a ohim ring 
t o  adjust the normal nrmnting flange to flush maurting. Threaded spacers 
between the  mounting screw8 and the printed c i r c u i t  board a s s i s t  i n  s t ab i -  
l i z i n g  the s t ruc tu re  against  d i s tor t ion  under vibrat ion and acceleration. 
The manual pushbutton is constructed p a r t i e l l y  of t he  ultra-miniature 
microswitch attached t o  the printed c i r c u i t  board and the pushbutton 
i t s e l f  attached t o  the  outer case. 
serves t o  r e t a i n  the  pushbutton and permit the  necessary f l e x i b i l i t y  f o r  
actuat ing ~ the  microswitch. 
s o l i d  block of Zxtel  p l a s t i c  with cavi t ies  f o r  holding twelve s i l v e r  oxide 
cells and B compartment f o r  the detector high voltage converter assembly. 
Interconnection is accomplished by means of an Amphenol subminiature s t r i p  
connector having the female mounted on the  power module and the male i n  
the  main assembly. Ruo s t a in l e s s  s tee l  guide pins prevent m i s a l i p e n t  of 
the  detectors upon mating. 
between the  power module and the main equipment during periods when dose 
integrat ion a r e  not desired. When properly inser ted and i n  operation, a 

green indicator  spot i s  v i s i b l e  thraugh an opening i n  the  main case. No 
provision has been ellowed fo r  securing the  dosimeter i n  the  compartment 
i n  the  spacesuit .  
t o  t he  back s i d e  of the  case engaging a s imi la r  Velcro" s t r i p  3n the  
spacesui t  pocket. No special  provisions f o r  temperature control have been 
incorporated other than the poliehed aluminum case surface t o  minimize 
thermal t ransfer  through radiation. 

The power connector f o r  

Iq addition, but not shown, are the electr0n;ic camponentr for 
These inaunt in 

r 
circuitry and aocutron tuning fork drive. 

The 

A .030" s i l i cone  rubber diaphragm 

The power supply module is mechined from a 

This connector is used f o r  breaking the c i r c u i t  

It has been assumed that a Yelcro" s t r i p  w i l l  be bonded 

The t o t a l  pwer diss ipat ion i n  the  un i t  
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small t o  permit adequate thermal transfer without appreciable 
junction temgermture rise of the  c r i t i c a l  components. 

111. DETAILED CIRCUIT CONSIDERATIONS 

For sake of completeness, the full electrical deeign w i l l  be 
reviewed a s  this represents t he  final version of the  electronic c i r c u i t s .  
Drg. 1554-36 shows t he  basic interconnection of the major c i r c u i t  blocks. 
The bat tery group i n  the  power supply module is decoupled from the  main 
c i r cu i t ry  by means of a tantalum capacitor bypassed by a high frequency 
cerrmic capacitor t o  avoid coupling of noise and t rans ien ts  i n t o  the  
sensi t ive circuits. A series resistor, shunt capacitor decarpling is 
used on the  detector b ias  power supply t o  avoid its t rans ien ts  from feeding 
in to  the main c i r c u i t r y .  The detector is coupled t o  the  amplifier and is 
f u d e h e d  detector b i a s  through i t s  in tegra l  b ias  decoupling network. 
amplifier outputs, three In number corresponding t o  various energy renges 
of the  input pulses, connect t o  the threshold in tegre tor  which serves to 
produce a DC current  proportional to t he  dose r a t e  observed by t h e  detector.  
The threshold integrator  deposits charge in t he  E-cell which 8erves t o  
provide long-time integrat ion of the dose rete  t o  provide a reading of 
t o t a l  dose. The E-cell is periodically readaut by t he  readout control 
which can be manually cycled from the external pushbutton. 
control provides a s igna l  t o  t h e  accutron dr ive c i r c u i t  fo r  a duration 
corresponding to the  amount of a c d a t e d  charge i n  the E - c e l l .  
accutron dr ive c i r c u i t  consis ts  of the  necessary o s c i l l a t o r  t r ans i s to r  
and switching networks necessary t o  provide repid s t a r t ,  s top and proper 
running for t h e  tuning fork dr ive system of the accutron watch mmement. 

The 

The readout 

The 

The f i n a l  diagram fo r  the  detector b i a s  power supply is shown i n  
Drg. 1554-34. This c i r c u i t  represents a simplif icat ion of the previous 
double ended c i r c u i t  reported ea r l i e r .  Because of the  extremely modest 
power demands of the detector, the single  ended c i r c u i t  is adequate wi th  

a consequent saving of components and power consumption. 
of t he  t r a n s i s t o r  is d i r e c t l y  t o  the posi t ive supply through the transformer 
assuring prompt s t a r t i n g  even a t  reduced temperatures. 
r ec t i f i e r  is used on the secondary t o  obtain t h e  required bias  voltage of 
150 volts without an excessively high turuas r a t i o  on the transformer. A n  
addi t ional  f i l t e r  section is provided t o  remove residual  r i pp le  from the  
detector  b ias .  

The base re turn  

A simple half wave 



c Drg. 1554-28 is t he  final. drawing of the  t h i n  f i lm hybrid amplif ier .  
The only rnodificotiun required fram the previsus design is t he  u8e of feed- 
back canpensation capacitora in the vatage  emplifier strges to provide proper 
--off and s t a b i l i t y .  
s ens i t i ve  preamplifier using a cascode input s tage  consisting of two 

s i l i c o n  planer t r ans i s to r s  opereted a t  appraximrrtely 10 micrarmperes 
col lec tor  current.  An emitter folluwcr provides t he  charge feedback 
through I 5 pioafrrrrS intqpmtbq capmciter. A DC feadbutk nehrork I s  
@eyed to  u.um #eraU DC ot8bUity of the charge a w i t i v e  prclrarplifier. 
Tho aemsitivity ef 

The input stage is bas ice l ly  a c l r s s i c a l  charge 

charge o e ~ i t i v o  preamplifier ir given b y t  

where Vo is the  autput signal valtege step, qd is the  charge deposited 
by the detector and Cf, the  feedback capacitor.  qd a n  be computed i n  
t e r n  of the  energy necessary t o  produce one hole electron pa i r  i n  the  
s i l i con .  This is computed a8 follows: 

= e x E  - 
3.5 qd 

where e is the  electronic  charge i n  ceulambs, E 18 t he  energy deposited 
in the  detector in  electron volts and 3 . 5  represents the energy electron 
v o l t s  t o  re lease  one hole electron pair.  To convert this t o  dose it is 
necessary t o  determine t h e  energy deposited i n  the detector i n  electron 
volts/rad. Thus: 

RPV x 10” 
e E I 100 

where R is the  dose i n  rads, pV the volume and density of the  detector  and 
e the electronic  charge. Subs t i t u t ing  t h i s  equation i n  the previous one: 

- RPV loo5 
3.5 ‘d 

and subs t i t u t ing  i n  the  f i r s t  equation: 
- 
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2 I n  our case, Cf = 5 picofarads, V - 8 x lOo3cm3 and p = 2.33 grams/cm . 
WhLLe this r e s u l t  

has the  dimensions of vol ts ,  it is actual ly  the product of the average 
vol tagdevent  by the number of eventshad. 
of pulse heights, it is necessary t o  consider the stopping power of the 
detector  for protons of various energies. 

4 'The net  r e s u l t  is Vo = approximately 1 0  volts/rad. 

To calculate  the  d is t r ibu t ion  

The l a rges t  pulse height which can be produced i n  the detector  is 
thet airsoaluted with a proton energy which I s  j u s t  stopped within the 
volume of the detector. 
t o  6 p p r o x h t t d y  20 MeV. 
w i l l  d e m i t  rpprqd~nately 0.7 MeV. 
mately 2 x LOo5 r+bds/ntent while i n  the latter case it 3.8 approxhte ly  
6 x lo" rad8. 
in the latter case approximately 7 m i l l i v o l t s .  
nobe  associated with these signals, it is necessary t o  apply near optimum 
c l i p p i n g  and s igna l  shaping. This is accanplished i n  a feedback amplifier 
consis t ing of a difference emplifier employing two NPN t r ans i s to r s  and a 

PNP output amplifier. 
d i f f e ren t i a t ion  i n  a di f fe ren t ia t ing  network a t  the  output. 
of ten  is realized fran this s tage  bringing the s e n s i t i v i t y  t o  100 mil l ivol ts /  
MeV at t h e  output. 
s igna l  of 2 vol ts  appears a t  t h i s  point. The minimum ionizing signal,  a 

fac tor  of 30 less than th i s ,  is approximately 70  m i l l i v o l t s .  
raise t h e  minimum ionizing signal t o  a useful level, two additional gain 
of ten stages are employed. 
t he  exception t h a t  the  feedback capacitor is made only  l a rge  enough t o  
provide goad s t a b i l i t y  and no additional d i f f e ren t i a t ion  is employed. 
t he  output of these two stages, the minimum ionizing s igna l  would be 7.0 
vo l t s  but is l imited a t  the  saturat ion l eve l  of 5.0 vol t s .  
signals, of course, will also b e  ssturatted. 
use of the multi-output amplifier. 
the power supply t o  approximately five volts and t h e  threshold fo r  integre- 
t ion is of t he  order of 0.5 volts, t he  extreme range can only be accommodated 
by a multi-scale integrator .  

With a detector dimension of 2mu1 thia corresponds 
A t  the other extreme, 8 r n ~ ~  b n h i n g  particle 

The dose in the fomcr case i s  approxi- 

The pulse height in the former ceee is 200 m i l l i v o l t s  and 

In d e r  to  minimiae the 

Integrat ion is accomplished i n  the  feedback capacitor, 
An over-all gain 

Since the la rges t  s igna l  expected is 20 MeV, a meximum 

I n  order t o  

These a r e  ident ica l  t o  the  shaping stage with 

A t  

The l a rges t  
This is a basic  reason f o r  the  

Since the  dynamic range is l imited by 

Same estimate of the  probable counting r a t e s  must be made t o  avoid 
t h e  poss ib i l i t y  of overload of the system from l a rge  counting rates. 
d i f f e ren t i a t ing  and integrat ing time constants of the order of 0.5 microseconds, 

Using 
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which e r e  typical  of those giving minimum noise from the  detector, counting 
rates of up to 1 0  /second can be  accmodBted without excessive gain s h i f t s  

5 and pulse pileup phenmenam. 
dose r a t e  of 2 r awsecond ,  c lear ly  f a r  beyond anything anticipated.  I n  t he  
case of minimum ionizing par t ic les ,  this maximum r a t e  would be approximately 
.07 rads/secand o r  over 200 rads/hr, again f a r  beyond anything t o  be encount- 
ered in actual  use. 

5 

10 , 20 MeV protordsecond would r e s u l t  i n  a 

Drg. 1554- 35 shows the combination of the integretor, E - c e l l  
c i r c u i t r y  and E-cell reedout circuitry. 
with in  previaua reports i n  great deta i l ,  some of the alrlient points w f f l  
be reviewed. 
t o  deposit a chrge propartional t o  the pulse height rn the three integrating 

capacitors, C1, C2 and Cgl 
mately .5 v o l t s  end the respective cepacitors a re  weighted i n  accordance with 
the  sensitivity of the amplificetion up to that point. 
its signal fran the30OmillivolthleV output of the  amplifiers such tha t  its 
0.5 v o l t  threshold corresponds to 5 MeV. 
the  largest of t he  three integrating capacitors.  Similarly, Q, derives its 
input from the1000 millivolt/MeV output and C, is 1000 picofarads. Q, derives 
its input from theQ000 rnillivolt/MeV sutput of the amplifier and C, is 100 
picofarads.-  Becausc of the unique re la t ionship  between the  b h 3  poins and the 
saturakion level ,  the  bias discrepancy i n  each signal is precisely compensated 
by the  saturated s igna ls  in the  higher s e n s i t i v i t y  channels. 
the charge loss due to the 0.5 volt  bias i n  Q, is j u s t  canpensated by the  
5 vol t  saturated s igna l  i n  C2 and a 0.5 vo l t  bias i n  Q, j u s t  canpensated by 
the sa tura t ion  voltage i n  C3. 
use of e dummy s t e p  charge generated i n  D1 by Q, saturat ing.  
s igna l  i n  Q, exceeds threshold, t h i s  voltage across D1 being precisely the 
0.5 v o l t  bias which was lost. Capacitor C4 adds t h i s  i n  to provide a l i n e a r  
re la t ionship  between integrated charge end input dose. 
a r e  a l l  summed i n t o  the base of the opere t ioml  integrator Q5 which is gated 
by Q,. The gating signal is most conveniently derived fram the collector of 

Q,. Nomtally, Q, is held in saturat ion by the  resist ive divider between its 
base and ground. When e signal t o  be integrated arr ives ,  the  co l lec tor  s ignal  
from Q, cuts  off Q, permitting the co l lec tor  of Q, to f a l l .  
Q, will f a l l  su f f i c i en t ly  t o  permit 5 t o  discharge through D2 by an amount 

While this circuit has been deal$ 

Three euittar followers, 4, Q2 and Q, serve ss b u s e d  amplifSers 

Each enitter follower introduoea a bias of approxi- 

For example, Ql derives 

C1 is then made 0.01 microfarads, 

That  is t o  sray, 

The 0.5 vol t  bias i n  Q, Is compensated by the  
Whenever a 

The integreted charges 

The col lec tor  of 



corresponding t o  
’ put another way, 

I 
the  t o t a l  charge delivered i n t o  
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t h e  base l i n e  of Q,. To 

the t o t a l  charge flawing i n t o  C1, C2, C3 and C4 is derived 
with the  exception of a very small base s igna l  f o r  Q,, from the co l lec tor  
current of Q, displacing through 5 and diode D2. A t  the  cessation of a 
pulse, Q, once more sa tura tes  ra i s ing  the  co l lec tor  of Q, and Q, back t o  
the  voltage of the  posi t ive supply. 
electrochemical cell  and the satureted t r ans i s to r  collector Q,. As long 
48 there b platrhlca material on t h e  E-cel l ,  the base of Q7 c m m t  rise 
sufficiently to w e  Q, to conduct, aa long of course, au Qs b saturated. 
As soon aa the pltrtrble meterial on the E-cell b exhausted, the base of 
Q7 begins t o  r U r  to 8 voltuge which pannits Q, to  conduct and @ut off Qss 
The calleetor reeistar of Q, MIW back plates  the E-cell through the brae 
emitter diode of Q7 resulting in  tl readout cycle the length of which is 
determined by the unarnt of platable material on the E-cell fao? reverse 
plat ing the  B+ voltage and the  co l lec tor  resistor of Q,. A t  the end of 
t h e  plat ing cycle, the  cdlecter voltage of Q, begins t o  rise, this rise 
being l imited by the forward drop of Du and Dg. Base ourrent t o  Q, f a l l s  
t o  zero and its r i s i n g  co l lec tor  voltage sa tura tes  Q, once more returning 
the system t o  the  or ig ina l  s t a t e .  A manual readout cycle is i n i t i a t e d  by 
the  pushbutton which momentarily cuts off Q, by grounding the co l lec tor  of 
Q, through a capacitor. 
t o  commence provided there  is platable  material  on the  E-cell €or plazing 
i n  t h i s  direct ian.  I f  no such platable material  exis ts ,  Q, re turns  t o  
sa tura t ion  and the  system is normal. 
available,  the  p la t ing  cycle goes as before. Wrr, the E-cell readout 
cycle is freed fran dependents upon re lay  contacts or  other meehanical 
switching arrangements with the  exception of t he  manual pushbutton. 

I 

Cg then discharges through Dj i n t o  the  

This rnementary cut off of Q, permits reverse p la t ing  

I f  reverse platable  material  is 

The accutron watch movement requires somewhet special  treatment i n  
order t o  produce accurate accumulation of the t o t a l  readwt dwe. 
in te r rupt ion  of t he  power supply t o  the  in t e rna l  tuning fork o s c i l l a t o r  
r eeu l t s  i n  sluggish s t a r t  up and excessive coasting a f t e r  power is renoved. 
A starting circuit then must be used which mamentarily applies  excess dr ive  

to  the  tuning fork o s c i l l a t o r  causing it t o  reach equilibrium amplitude i n  
8 very short time. Upon removal of power, the  osc i l l a t ion  mttst be rapidly 
damped to  prevent coasting. Drg. 1554-37 
plishing this. 

Simple 

i l l u s t r a t e a  the  means of accom- 
The collector of Q9 supplies the necessary current t o  operate 



the accutron movement. 
open and hence the osc i l la tor  receives no pauer. 
Qll is a t  the B+ l eve l  and thus the d iv ide r  i n  the base c i r cu i t  of Q,, 
saturates t h i s  t ransis tor ,  damping the main winding. When Q, conducts 
corresponding t o  e readout cycle, Qlo then goes in to  osci l la t ion.  The 
drop across  the emitter res i s tor  of Qll is euff ic ient  t o  cut off Q,, 
permitting oscillatiolas t o  take place. 
by the capacitor i n  the emitter of Qlo which upon conduction of Qs dumps 
an excess cbrgr thrargh the oscillator cauebg it to o t r r t  with suf f ic ien t  
amplitude to o p m t a  the watch mrment .  

As % is normally cut off, the emitter of Qlo is 
The emitter voltage of 

- 

The s t a r t i ng  transient is supplied 

An of the C i r o u i t l ,  ohown, 8l.V- transictorr, diodes 
and agproximatcly 35 mall cQBpon.nts are required in addition to the sub- 
I I h b t U r h t d  @ffh?. 
avuilable for thrse componentu, it i8 clear that r8ther extrene mea6ures 
of miniaturization must be employed. This represents some compzmnise i n  
the select ion of components plus the f u l l  exploitation of a l l  the possible 
available volume fo r  c i rcui t ry .  

A6 0 borrd area Of a p p r o x h t e l y  2 inches2 i s  

IV CONCLUSIONS 

A mechanical design and packaging concept has been canpleted f o r  
t he  subminiaturized dtmimeter. 
operation and i n  no case employ components which cannot be included i n  the 
mechanical design. The e f fo r t  therefore, i n  c i r cu i t  design, must be considered 
complete and the remainder of the effor t  dwoted t o  canpletion of the package 
with performance and environmental t es t ing  of the result ing dosimeters. 

A l l  c i r cu i t s  have been proven i n  breadboard 
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